Unit B, 13/F, Universal Ind. CIr,
23-25 Shan Mei Strost,
Fo Tan, Shatin, N.T., Horg Kong,

UTEK SYSTE 1S, LTD

TEST REPORT E-mait: nuexg@nuiokeyslams. oo

CERTIFICATE OF CALIBRATION OF PRESSURE GAUGE

TITLE * Calibration of pressure gauge
OUR REFERENCE NO. » J14554
SAMPLE SUBMITTED BY : Gate Way Valve & Fitting Ltd.

Flat A2, 4/F., Galaxy Factory Building,
25-27 Luk Hop Street, San Po Kong, Kowloon, H.K,

BRAND : WISE P110 SERIES Pressure Gauge
GAUGE MODEL/NUMBER : 388162
RANGE i 0102000 kpa

CALIBRATING INSTRUMENT :  Budenberg Tester, Model 380H, Serial No.14296
(Calibration traceable to national and internationa]
standards of measurement. )

CALIBRATING REFERENCE STANDARD : BSEN837-1:1698

DATE CALIBRATED ;10" June 2010

RESULTS: --

- the calibration results are as shown next page.
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% OUR REFERENCE NO.114554 (P.2) |
|

|
i Testor Gauge Reading (kpa) i
; Rsz_;fc’iiz;g Increasing load Decreasing load Z
r Gauge reading Error Gauge reading Error k
i (kPa) {percentage of span) (kPa) (percentage of span) i

0 0 0 0 0
; 200 200 0 200 0 %
f 400 400 0 400 0 |
i 500 500 0 500 0 !
! 600 600 0 600 1] |
! 700 710 +0.5 710 +0.5 i
§ 800 810 +0.5 810 0.5 |
? 900 910 +0.5 910 +0.5 o
i 1000 1010 +0.5 1010 +0.,5 2
g 1100 1120 +1.0 1120 +1.0 §
! 1200 1220 +1.0 1220 +1.0 |
§ 1300 1320 +1.0 1320 1.0 P
| 1400 1420 +1.0 1420 1,0 %
i 1500 1520 +1.0 1520 +1.0 ;
i 1700 1720 +1.0 1720 +1.0 !
% 1900 1920 1.0 1920 +1.0 i
g 1. The maximum error of the gauge indication is +1.0% of the span. §
1 2. The maxtmum hysteresis error 1s 0% of the span. z
{ CONCLUSION: The accuracy of the gauge indication complies with BSEN837-1' accuracy class 1", 2
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