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Test Report
Chemical Analysis of Steel
Date of issue:  01-04-2025 Specimen No.: CHEM-250311-2419-001
Page 1 of 2 Castco LRN: 250311-2419

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : --

Sample details as supplied by customer

Date Sampled : --

Sample Description : DN40 Ductile Iron Modulating Ball Float Valve, Screw End (Seat)
Specification : BS EN 10283:2010, Table 1, Grade 1.4408
Specimen No. : 241219-2290-001

Sample Identification No.: --

Model No. : 129-01/129-018
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s):-

1) BS ENISO 15350:2010
2)  ST-Multi-1(ICP-OES)
Remark(s):

1. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply
to the sample as received.

Checked by : = Approved Signatory : M
e —

Lau Hiﬁ Yat Cheng Chi Fai

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel
Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2419-001
Page 2 of 2 Castco LRN: 250311-2419
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 12-03-2025 to 24-03-2025
Chemical Analysis Result
! Total Carbon Content C% 0.043
Y Total Sulfur Content S% 0.0028
2 Chromium Cr % 18.19
? Manganese Mn % 1.19
? Molybdenum Mo % 2.02
% Nickel Ni % 9.46
?) Phosphorus P % 0.028
%) Silicon Si % 0.735

End of Report
Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Date of issue:

Appendix A

Summary of Chemical Analysis of Steel
01-04-2025 Specimen No.: CHEM-250311-2419-001

Page 1 of 1 Castco LRN: 250311-2419

Name of Customer: Gate Way Valve & Fitting Limited

Job Title: WSD GA renew of Modulating ball float valve

Contract No.: -

Customer's Ref. No.: --

Date of Received by Lab.:  18-12-2024 Testing Period: 12-03-2025 to 24-03-2025

Castco LRN: 250311-2419

Date of Sampling: -

Sample Descrintion - DN40 Ductile Iron Modulating Ball Float
p p ' Valve, Screw End (Seat)

Specimen No. 241219-2290-001

Sample Identification No.: --

Model No. : 129-01/129-018

Origin : Canada

Manufacturer : Cla-Val Pacific Ltd.

Brand name: Cla-Val

Specification: BS EN 10283:2010, Table 1, Test Result Within / Exceed

Grade 1.4408 est Results limit

Carbon C 0.07 max. % 0.043 Within limit

Sulfur S 0.030 max. % 0.0028 Within limit

Chromium Cr 18.00t0 20.00 % 18.19 Within limit

Manganese Mn 1.50 max. % 1.19 Within limit

Molybdenum Mo 200t02.50 % 2.02 Within limit

Nickel Ni 9.00t0 12.00 % 9.46 Within limit

Phosphorus P 0.040 max. % 0.028 Within limit

Silicon Si 1.50 max. % 0.735 Within limit

Remark(s):

I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.
II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10283:2010, Table |, Grade 1.4408.

E BB R ERIIEEMN P U6 . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
FHRHEEEEI0EH E P U 14 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
H B B 8 & 4 # 29A 3, -29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue:  01-04-2025 Specimen No.: CHEM-250311-2420-001
Page 1 of 2 Castco LRN: 250311-2420

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : -

Sample details as supplied by customer

Date Sampled : --

Sample Description : DN40 Ductile Iron Modulating Ball Float Valve, Screw End (Stem)
Specification : BS EN 10088-3:2014, Table 2, Grade 1.4401
Specimen No. : 241219-2290-001

Sample Identification No. : --

Model No. : 129-01/129-01S
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val
Test'Methd[sg:-

1y BSENISO 15350:2010
2)  ST-Multi-1(ICP-OES)
Remark(s):

I.  Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply
to the sample as received.

Checked by : — Approved Signatory : \

Lau Hit- Yat Cheng ChiFai

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel
Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2420-001
Page 2 of 2 Castco LRN: 250311-2420
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 12-03-2025 to 24-03-2025
Chemical Analysis Result
! Total Carbon Content C% 0.016
" Total Sulfur Content S % 0.019
3 Chromium Cr% 17.33
2 Manganese Mn % 1.70
2 Molybdenum Mo % 2.14
?) Nickel Ni % 10.36
? Phosphorus P% 0.035
%) Silicon Si % 0.383
End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Appendix A
Summary of Chemical Analysis of Steel
Date of issue:  01-04-2025 Specimen No.: CHEM-250311-2420-001
Page 1 of 1 Castco LRN: 250311-2420
Name of Customer: Gate Way Valve & Fitting Limited
Job Title: WSD GA renew of Modulating ball float valve
Contract No.: --
Customer's Ref. No.: -
Date of Received by Lab.:  18-12-2024 Testing Period: 12-03-2025 to 24-03-2025
Castco LRN: 250311-2420
Date of Sampling: -
Sample Description - DN40 Ductile Iron Modulating Ball Float
P P ' Valve, Screw End (Stem)
Specimen No. : 241219-2290-001
Sample Identification No.: --
Model No. : 129-01/129-018
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val
Specification: BS EN 10088-3:2014, Table 2, Test Result Within / Exceed
Grade 1.4401 Sults limit
Carbon C 0.07 max. % 0.016 Within limit
Sulfur S 0.030 max. % 0.019 Within limit
Chromium Cr 16.5t0 185 % 17.33 Within limit
Manganese Mn 2.00 max. % 1.70 Within limit
Molybdenum Mo 200t0250 % 2.14 Within limit
Nickel Ni 100to 13.0 % 10.36 Within limit
Phosphorus P 0.045 max. % 0.035 Within limit
Silicon Si 1.00 max. % 0.383 Within limit
Remark(s):

I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.
II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10088-3:2014, Table 2, Grade 1.4401.

EdH B EA 33555 L 64E . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EHNBREHI0HLHE+F 14 « 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
F B B & £ 4 #f 29A 3 - 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2421-001
Page 1 of 2 Castco LRN: 250311-2421

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : -

Sample details as supplied by customer

Date Sampled : -

Sample Description : DN350 Ductile Iron Meodulating Ball Float Valve, Screw End (Seat)
Specification : BS EN 10283:2010, Table 1, Grade 1.4408

Specimen No. : 241219-2290-002

Sample Identification No.: --

Model No. : 129-01/129-01S
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s).-

1) BS ENISO 15350 :2010
2)  ST-Multi-1(ICP-OES)
Remark(s):

I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply
to the sample as received.

Checked by : ; Approved Signatory : \

Lau Hiu Yat Cheng Chi Fai

Technical Manager Senior Manager

Form No.: CHM Steef-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel

Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2421-001

Page 2 of 2 Castco LRIN: 250311-2421

Laboratory test details

Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024

Testing Period: 12-03-2025 to 24-03-2025

Chemical Analysis Result

! Total Carbon Content C% 0.033

" Total Sulfur Content S % 0.0033

?) Chromium Cr % 18.68

2 Manganese Mn % 1.21

? Molybdenum Mo % 2.08

? Nickel Ni % 9.69

? Phosphorus P % 0.028

2 Silicon Si % 0.880

End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.



| A BART SHF R A F
CASTCO CASTCO TESTING CENTRE LIMITED

Date of issue:

Appendix A

Summary of Chemical Analysis of Steel
01-04-2025 Specimen No.: CHEM-250311-2421-001

Page 1 of 1 Castco LRN: 250311-2421

Name of Customer: Gate Way Valve & Fitting Limited

Job Title: WSD GA renew of Modulating ball float valve

Contract No.: -

Customer's Ref. No.: -

Date of Received by Lab.:  18-12-2024 Testing Period: 12-03-2025 to 24-03-2025

Castco LRN: 250311-2421

Date of Sampling: --

Sample Descrintion - DNS50 Ductile Iron Modulating Ball Float
P P ' Valve, Screw End (Seat)

Specimen No. 241219-2290-002

Sample Identification No.: --

Model No. : 129-01/129-018

Origin : Canada

Manufacturer : Cla-Val Pacific Ltd.

Brand name: Cla-Val

Specification; BS EN 10283:2010, Table 1, Test Result Within / Exceed

Grade 1.4408 est Resuls limit

Carbon C 0.07 max. % 0.033 Within limit

Sulfur S 0.030 max. % 0.0033 Within limit

Chromium Cr 18.00t020.00 % 18.68 Within limit

Manganese Mn 1.50 max. % 1.21 Within limit

Molybdenum Mo 200t02.50 % 2.08 Within limit

(Nickel Ni 9.00t012.00 % 9.69 Within limit

Phosphorus P 0.040 max. % 0.028 Within limit

Silicon Si 1.50 max. % 0.880 Within limit

Remark(s):

I.  Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.
II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10283:2010, Table 1, Grade 1.4408.

EHBBBEEHI3EEA P 0 6M . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EARMBEEHI0WITEF L 14 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
£ B B & % & # 29A 3 - 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2422-001
Page 1 of 2 Castco LRN: 250311-2422

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : -

Sample details as supplied by customer

Date Sampled : -

Sample Description ; DNS50 Ductile Iron Modulating Ball Float Valve, Screw End (Stem)
Specification : BS EN 10088-3:2014, Table 2, Grade 1.4401
Specimen No. : 241219-2290-002

Sample Identification No.: --

Modetl No. : 129-01/129-01S
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s):-

1) BSENISO 15350 :2010
2 ST-Multi-1(ICP-OES)

Remark(s):
1. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply
to the sample as received.

Checked by : Approved Signatory :

Lau Hiu Yat Cheng Chi Fai

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel
Date of issue: 01-04-2025 Specimen No.: CHEM-250311-2422-001
P
Page 2 of 2 Castco LRN: 250311-2422
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 12-03-2025 to 24-03-2025
Chemical Analysis Result
Y Total Carbon Content C% 0.015
D Total Sulfur Content S % 0.019
% Chromium Cr % 17.32
» Manganese Mn % 1.69
? Molybdenum Mo % 2.16
% Nickel Ni % 10.37
) Phosphorus P % 0.034
2 Silicon Si% 0.385
End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Appendix A
Summary of Chemical Analysis of Steel
Date of issue:  01-04-2025 Specimen No.: CHEM-250311-2422-001
Page 1 of 1 Castco LRN: 250311-2422
Name of Customer: Gate Way Valve & Fitting Limited
Job Title: WSD GA renew of Modulating ball float valve
Contract No.: --
Customer's Ref. No.: --
Date of Received by Lab.:  18-12-2024 Testing Period: 12-03-2025 to 24-03-2025
Castco LRN: 250311-2422
Date of Sampling: --
Sample Descrintion - DNS50 Ductile Iron Modulating Ball Float
P phon - Valve, Screw End (Stem)
Specimen No. : 241219-2290-002
Sample Identification No.: --
Model No. : 129-01/129-01S
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val
Specification: BS EN 10088-3:2014, Table 2, Test Results Within / Exceed
Grade 1.4401 oSt Rest limit
Carbon C 0.07 max. % 0.015 Within limit
Sulfur S 0.030 max. % 0.019 Within limit
Chromium Cr 16.5t0 185 % 17.32 Within limit
Manganese Mn 2.00 max., % 1.69 Within limit
Molybdenum Mo 2.00t02.50 % 2.16 Within limit
Nickel Ni 100t 13.0 % 10.37 Within limit
Phosphorus P 0.045 max. % 0.034 Within limit
Silicon Si 1.00 max. % 0.385 Within limit
Remark(s):

I. Testresult relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.
Il. Test results of the specimen are in compliance with the chemical requirements of BS EN 10088-3:2014, Table 2, Grade 1.4401.

B EEEHI3HGA P L 64 . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EANBERE#HI0EFTE P 148 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
£ B B B ® 2 # 29A %% - 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue: 06-08-2025 Specimen No.: CHEM-250711-2684-001
Page 1 of 2 Castco LRN: 250711-2684

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat Al, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : -

Sample details as supplied by customer

Date Sampled : --

Sample Description : DN40 Ductile Iron Modulating Ball Float Valve, Screw End (Disc)
Specification : BS EN 10283:2010, Table 1, Grade 1.4408
Specimen No. : 241219-2290-001

Sample Identification No. : -

Model No. : 129-01/129-01S
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s).-

1) BSENISO 15350 :2010
2) ST-Multi-1(ICP-OES)

3) BSENISO 15351: 2010
Remark(s):

1. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.

Checked by : Approved Signatory : a—-\_/\

Lau Hiu Yat Cheng Chi Fai

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel

Date of issue: 06-08-2025 Specimen No.: CHEM-250711-2684-001

Page 2 of 2 Castco LRN: 250711-2684

Laboratory test details

Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024

Testing Period: 15-07-2025 to 22-07-2025

Chemical Analysis Result

" Total Carbon Content C% 0.043

" Total Sulfur Content S % 0.0027

? Chromium Cr% 18.15

2 Manganese Mn % 1.08

2 Molybdenum Mo % 2.12

2 Nickel Ni % 10.03

2 Phosphorus P % 0.029

2 Silicon Si % 0.591

End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Summary of Chemical Analysis of Steel

Date of issue:  06-08-2025

Page 1 of 1

Specimen No.: CHEM-250711-2684-001
Castco LRN: 250711-2684

Name of Customer:

Gate Way Valve & Fitting Limited

Testing Period: 15-07-2025 to 22-07-2025

Job Title: WSD GA renew of Modulating ball float valve
Contract No.: -
Customer's Ref. No.: --
Date of Received by Lab.:  18-12-2024
Castco LRN: 250711-2684
Date of Sampling: -~
DN40 Ductile Iron Modulating Ball Float

Sample Description :

Valve, Screw End (Disc)

Specimen No. :

241219-2290-001

Sample Identification No.:

Model No. : 129-01/129-01S

Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.

Brand name: Cla-Val

Specification: BS EN 10283:2010, Table 1, Test Results Within / Exceed
Grade 1.4408 limit
Carbon C 0.07 max. % 0.043 Within limit
Sulfur S 0.030 max. % 0.0027 Within limit
Chromium Cr 18.00t020.00 % 18.15 Within limit
Manganese Mn 1.50 max. % 1.08 Within limit
Molybdenum Mo 2.00t02.50 % 212 Within limit
Nickel Ni 9.00t0 12.00 % 10.03 Within limit
Phosphorus P 0.040 max. % 0.029 Within limit
Silicon Si 1.50 max. % 0.591 Within limit
Remark(s):

I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to

the sample as received.
I1.

Test results of the specimen are in compliance with the chemical requirements of BS EN 10283:2010, Table 1, Grade 1.4408.

E A REEHI3HHEA P U648 . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
FHEHBEEHI0®H E L 148 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.

H Ok W B & 42 # 29A % - 29A, On Chuen Street,

Fanling, Hong Kong.

Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Date of issue:  06-08-2025
Page 1 of 2
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Test Report

Chemical Analysis of Steel

Specimen No.: CHEM-250711-2685-001
Castco LRN: 250711-2685

Details as supplied by customer

Name of Customer :

Address :

Job Title :

Contract No. :

Customer's Ref. No. :

Gate Way Valve & Fitting Limited
Flat A1, 4/F, Galaxy Fty Bidg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong

WSD GA renew of Modulating ball float valve

Sample details as supplied b

y customer

Date Sampled :
Sample Description :
Specification :
Specimen No. :

Sample Identification No. :

DN50 Ductile Tron Modulating Ball Float Valve, Screw End (Disc)
BS EN 10283:2010, Table 1, Grade 1.4408
241219-2290-002

Model No. : 129-01/129-01S8
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s):-

1) BSENISO 15350 : 2010
%) ST-Multi-1(ICP-OES)
3 BSENISO 15351: 2010

Remark(s):

I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to

the sample as received.

Checked by :

/
L/

Form No.: CHM Steel-1 T dd 16/12/2015

L Approved Signatory :
Lau H“g Yat Cheng Chi Fai
Technical Manager Senior Manager

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.

This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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A 8 R EH33% 33, On Kui Street, Fanling, Hong Kong.  Tel: 2597 8333
A HE R AEEH29A3E  20A, On Chuen Street, Fanling, Hong Kong.  Fax: 2597 8399 MILAS o3
E-mail: info@castco.com.hk Website: www.castco.com.hk = TEst

Test Report
Chemical Analysis of Steel

Date of issue: 06-08-2025 Specimen No.: CHEM-250711-2685-001
Page 2 of 2 Castco LRN: 250711-2685
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 15-07-2025 to 22-07-2025

Chemical Analysis Result
D Total Carbon Content C% 0.040
' Total Sulfur Content S % 0.0023
2 Chromium Cr % 18.26
2 Manganese Mn % 1.10
2 Molybdenum Mo % 2.11
2 Nickel Ni % 10.03
% Phosphorus P % 0.028
? Silicon Si % 0.636

End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Appendix A
Summary of Chemical Analysis of Steel
Date of issue:  06-08-2025 Specimen No.: CHEM-250711-2685-001
Page 1 of 1 Castco LRN: 250711-2685
Name of Customer: Gate Way Valve & Fitting Limited
Job Title: WSD GA renew of Modulating ball float valve
Contract No.: -
Customer's Ref. No.: -
Date of Received by Lab.:  18-12-2024 Testing Period: 15-07-2025 to 22-07-2025
Castco LRN: 250711-2685
Date of Sampling: --
Sample Description : DN50 Ductile Iron Modulating Ball Float
P plion : Valve, Screw End (Disc)
Specimen No. : 241219-2290-002
Sample Identification No.: --
Model No. : 129-01 / 129-018
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val
Specification: BS EN 10283:2010, Table 1, Test Result Within / Exceed
Grade 1.4408 estnesuts limit
Carbon C 0.07 max. % 0.040 Within limit
Sulfur S 0.030 max. % 0.0023 Within limit
Chromium Cr 18.00t020.00 % 18.26 Within limit
Manganese Mn 1.50 max. % 1.10 Within limit
Molybdenum Mo 200t02.50 % 2.11 Within limit
Nickel Ni 9.00t012.00 % 10.03 Within limit
Phosphorus P 0.040 max. % 0.028 Within limit
Silicon Si 1.50 max. % 0.636 Within limit
Remark(s):

I Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.
II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10283:2010, Table 1, Grade 1.4408.

HFEHBBEZEH3%FA P L6 . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EHERBREHIOBRHEPS 14 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
& B B % 4 A2 # 29A 3 ¢ 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue:  06-08-2025 Specimen No.: CHEM-250711-2688-001
Page 1 of 2 Castco LRN: 250711-2688

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : -

Customer’s Ref. No. : -

Sample details as supplied by customer

Date Sampled : --

Sample Description : DN40 Ductile Tron Modulating Ball Float Valve, Screw End (Float)
Specification : BS EN 10088-3:2014, Table 2, Grade 1.4401

Specimen No. : 241219-2290-001

Sample Identification No. : -

Model No. : 129-018

Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s):-

1y BSENISO 15350 : 2010
2 ST-Multi-1(ICP-OES)
3 BSENISO 15351: 2010

Remark(s):
I. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to

the sample as received.

Checked by : \/ Approved Signatory : .._’&

Lau Hiu ¥at Cheng Chi Fai o

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of ac¢redited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Test Report
Chemical Analysis of Steel
Date of issue: 06-08-2025 Specimen No.: CHEM-250711-2688-001
Page 2 of 2 Castco LRN: 250711-2688
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 15-07-2025 to 30-07-2025
Chemical Analysis Result
" Total Carbon Content C% 0.012
" Total Sulfur Content S % <0.0020
? Chromium Cr% 17.20
2 Manganese Mn % 0.958
2 Molybdenum Mo % 2.04
? Nickel Ni % 10.35
? Phosphorus P % 0.035
% Silicon Si % 0.500
% Nitrogen N % 0.019
End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Appendix A
Summary of Chemical Analysis of Steel
Date of issue:  06-08-2025 Specimen No.: CHEM-250711-2688-001
Page 1 of 1 Castco LRN: 250711-2688
Name of Customer: Gate Way Valve & Fitting Limited
Job Title: WSD GA renew of Modulating ball float valve
Contract No.: --
Customer's Ref. No.: --
Date of Received by Lab.:  18-12-2024 Testing Period: 15-07-2025 to 30-07-2025
Castco LRN: 250711-2688
Date of Sampling: --
Sample Description - DN40 Ductile Iron Modulating Ball Float
P prion - Valve, Screw End (Float)
Specimen No. : 241219-2290-001
Sample Identification No.: -
Model No. : 129-018
Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val
Specification: BS EN 10088-3:2014, Table 2, Test Results Within / Exceed
Grade 1.4401 est limit
Carbon C 0.07 max. % 0.012 Within limit
Sulfur S 0.030 max. % <0.0020 ' Within limit
Chromium Cr 16.5t018.5 % 17.20 Within limit
Manganese Mn 2.00 max. % 0.958 Within limit
Molybdenum Mo 2.00t02.50 % 2.04 Within limit
Nickel Ni 10.0t013.0 % 10.35 Within limit
Phosphorus P 0.045max. % 0.035 Within limit
Silicon Si 1.00 max. % 0.500 Within limit
Nitrogen N 0.10 max. % 0.019 Within limit
Remark(s):

I.  Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.

II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10088-3:2014, Table 2, Grade
1.4401.

EBRHEEESEREEHM P64 . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EHREEEHI0PELH E P 14 - 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kang.
£ B B B & & # 29A % - 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk
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Test Report
Chemical Analysis of Steel
Date of issue:  06-08-2025 Specimen No.: CHEM-250711-2689-001
Page 1 of 2 Castco LRN: 250711-2689

Details as supplied by customer

Name of Customer : Gate Way Valve & Fitting Limited

Address : Flat A1, 4/F, Galaxy Fty Bldg, 25-27 Luk Hop Street, San Po Kong, Kowloon, Hong Kong
Job Title : WSD GA renew of Modulating ball float valve

Contract No. : --

Customer's Ref. No. : -

Sample details as supplied by customer

Date Sampled : --

Sample Description : DN50 Ductile Iron Modulating Ball Fioat Valve, Screw End (Float)
Specification : BS EN 10088-3:2014, Table 2, Grade 1.4401
Specimen No. : 241219-2290-002

Sample Identification No.: --

Model No. : 129-018

Origin : Canada
Manufacturer : Cla-Val Pacific Ltd.
Brand name: Cla-Val

Test Method(s):-

1) BSENISO 15350 :2010
2)  ST-Multi-1(JCP-OES)

3 BSENISO 15351: 2010
Remark(s):

1. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.

Checked by : Approved Signatory :
Lau Hiu Yat Cheng Chi Fai

Technical Manager Senior Manager

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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H BB S E EH#33% 33 On Kui Street, Fanling, Hong Kong.  Tel : 2597 8333

EHBBERA2H20A%  29A, On Chuen Street, Fanling, Hong Kong.  Fax: 2597 8399 MOKLAS G52
E-mail: info@castco.com.hk  Website: www.castco.com.hk T TEST
Test Report
Chemical Analysis of Steel
Date of issue: 06-08-2025 Specimen No.: CHEM-250711-2689-001
Page 2 of 2 Castco LRN: 250711-2689
Laboratory test details
Date of Request Confirmed: 18-12-2024 Date of Received by Lab.: 18-12-2024
Testing Period: 15-07-2025 to 30-07-2025
Chemical Analysis Result
Y Total Carbon Content C% 0.010
" Total Sulfur Content S % <0.0020
? Chromium Cr% 16.99
? Manganese Mn % 0.945
? Molybdenum Mo % 2.04
? Nickel Ni % 10.26
& Phosphorus P% 0.035
% Silicon Si % 0.489
% Nitrogen N % 0.019
End of Report

Form No.: CHM Steel-1 T dd 16/12/2015

HKAS has accredited this laboratory (Reg. No. HOKLAS 032) under HOKLAS for specific laboratory activities as listed in the HOKLAS directory of accredited laboratories.
This report shall not be reproduced except in full, without written approval from this laboratory. Only the original copy or the laboratory's certified true copy is valid.
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Appendix A

Summary of Chemical Analysis of Steel
Specimen No.: CHEM-250711-2689-001
Castco LRN: 250711-2689

Name of Customer:

Gate Way Valve & Fitting Limited

Job Title: WSD GA renew of Modulating ball float valve

Contract No.: --

Customer's Ref. No.: -

Date of Received by Lab.:  18-12-2024 Testing Period: 15-07-2025 to 30-07-2025

Castco LRN: 250711-2689

Date of Sampling: -

Sample Descrintion - DN350 Ductile Iron Modulating Ball Float
P p ’ Valve, Screw End (Float)

Specimen No. : 241219-2290-002

Sample Identification No.: --

Model No. : 129-018

Origin : Canada

Manufacturer : Cla-Val Pacific Ltd.

Brand name: Cla-Val

Specification: BS EN 10088-3:2014, Table 2, Test Results Within / Exceed

Grade 1.4401 Y Timit

Carbon 0.07 max. % 0.010 Within limit

Sulfur S 0.030 max. % <0.0020 Within limit

Chromium Cr 16510185 % 16.99 Within limit

Manganese Mn 2.00 max. % 0.945 Within limit

Molybdenum Mo 200t0250 % 2.04 Within limit

(Nickel Ni 10.0t0 13.0 % 10.26 Within limit

Phosphorus P 0.045 max. % 0.035 Within limit

Silicon Si 1.00 max. % 0.489 Within limit

Nitrogen N 0.10 max. % 0.019 Within limit

Remark(s):

1. Test result relates to the specimen tested only, the laboratory has no responsibility on sampling and all the test results apply to
the sample as received.

II. Test results of the specimen are in compliance with the chemical requirements of BS EN 10088-3:2014, Table 2, Grade

1.4401.

FEABRREEHIZHRFA P L6H . 6/F, Techno Centre, 33, On Kui Street, Fanling, Hong Kong.
EAHMEXRESHI0EHE PO 14 « 1/F, Sun Ling Plaza, 30, On Kui Street, Fanling, Hong Kong.
H B M B ® & #F 29A 3% - 29A, On Chuen Street, Fanling, Hong Kong.
Tel: 2597 8333 Fax: 2597 8399 E-mail: info@castco.com.hk Website: www.castco.com.hk



